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entered the realm of public awareness by 
rapidly penetrating a variety of applica-
tion areas beyond small-scale manufac-
turing and prototyping. Advancements in 
3DP technology have also had an impact 
on drug delivery systems, [ 2–4 ]  medical 
devices, [ 5,6 ]  tissue engineering, [ 7–11 ]  dental 
restorations, [ 12,13 ]  microfl uidics, and cus-
tomized reactionware for chemical syn-
thesis and analysis. [ 14,15 ]  3DP enables the 
low-cost, bottom-up fabrication of objects 
with complex geometries that are diffi -
cult to produce by traditional fabrication 
methods. Although 3D printed objects 
composed of metals, ceramics, poly-
mers, [ 16 ]  and even cell-loaded hydrogels 
have been realized, [ 17–19 ]  the development 
of materials with integrated functions 
amenable for 3DP has been slow. 

 The surface properties of 3D printed 
materials are especially vital to their imple-
mentation in general medicine and den-
tistry, as nearly all medical devices have 
an interaction with the human body that 
occurs initially at the materials surface. 
Specifi cally, since many medical device 
surfaces attract microorganisms, engi-
neering an intrinsic antimicrobial func-
tionality in or onto implantable medical 

devices can reduce the risk of microbial infections associated 
with the presence of a foreign material in the human body. [ 20 ]  
Device-related infections pose major health threats and are 
currently the leading cause of failure of implanted devices. It 
has been estimated that at least 50% of all nosocomial infec-
tions are device-related and affect around two million patients 
each year in the United States alone. [ 21 ]  Similarly, oral health 
is severely affected by the formation of infectious biofi lms as 
many patients are unable to maintain suffi cient oral hygiene 
using traditional means as tooth brushing or fl oss wire, espe-
cially when access to oral surfaces is hampered by, for instance, 
orthodontic appliances. Up to 15% of oral biofi lm-related post-
treatment complications in orthodontic patients require profes-
sional care with annual costs of over 500 million dollars in the 
United States. [ 22 ]  Dental patients in the United States spend 
over 20 billion dollars annually to replace failed resin composite 
restorations that were damaged by bacterial infi ltration and 
resulting secondary caries underneath a restoration. [ 23 ]  Thus, 
motivated by the signifi cant negative consequences of micro-
bial biofi lms in oral health and the highly individualized nature 
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  1.     Introduction 

 Over the past several years, additive manufacturing techniques, 
more commonly referred to as “3D printing” (3DP), [ 1 ]  have 
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of customized intraoral appliances and prostheses calling for 
an all-digital workfl ow, we present a polymer design strategy 
to develop 3D printed, antimicrobial resins for manufacturing 
intraoral appliances and dental restorations. Design of anti-
microbial resins is strongly preferred above surface coating of 
existing materials, as coating requires an additional step rep-
resenting time and money in a clinical setting. Moreover, the 
design strategies presented are unique in the sense that they do 
not require any additional or even altered routines by the physi-
cians involved. Application is not limited to dental or general 
medical ones, but can be transferred to other application areas 
where antimicrobial properties are desired. 

 Numerous efforts have been undertaken to equip conven-
tional dental restorations with antimicrobial properties. These 
focused on release of various antibacterial agents such as fl u-
orides, [ 24 ]  zinc ions, [ 25,26 ]  silver ions, [ 27 ]  chlorhexidine, [ 28 ]  and 
antimicrobial peptides. [ 29 ]  However, the release of antimicrobial 
agents is always temporal and may impair the mechanical prop-
erties of the restorations or exert toxicity on the surrounding 
tissue if release is not properly controlled. Therefore, a mate-
rial that functions through the mechanism of killing micro-
organisms on contact is a much more promising alternative. 
In several previous studies, [ 30–34 ]  positively charged quaternary 
ammonium compounds have been covalently grafted onto sur-
faces to realize contact-killing effects against a variety of bacte-
rial strains. Although their exact killing mechanism is still not 
fully elucidated, it is generally accepted that the grafted posi-
tively charged groups interact with the bacterial cell wall and 
disrupt the lipid membrane to release cytoplasmic constitu-
ents, [ 33 ]  which causes cell death albeit through a different mech-
anism than utilized by positively charged compounds in solu-
tion. [ 35–37 ]  Inspired by these studies, the aim of this study was 
to develop 3D printable, bacterial contact-killing resins that con-
tain positively charged moieties and are compatible with stereo-
lithographic, 3DP technologies. In addition, the cytotoxicity of 
possible leachables from the 3D printable materials developed 
was investigated using a method fi ne-tuned to dental applica-
tion. 3D printable materials possessing complex functions, like 
the ability to kill adhering bacteria on contact, do not yet exist 
to the best of our knowledge. This is likely because it requires 
incorporation of a charged moiety into neutral resin compo-
nents, minimization of leaching products, and adjustment of 
the rheological properties of the monomer mixture for 3DP at 
the same time, none of which is too trivial to achieve.  

  2.     Results and Discussion 

  2.1.     Synthesis Strategies and General Properties of the 
Resulting Materials 

 In the course of stereolithographic printing, a z-stage is moved 
in a liquid polymer resin tank and layer-by-layer photocuring 
provides one with a 3D object. Due to the outstanding geom-
etry adaptability, different dental restorations can be easily fab-
ricated in a single process just by changing the computer-aided 
design (CAD) drawing fi le. In the context of stereolithographic 
printing, rapid solidifi cation of photopolymer liquid is an 
essential prerequisite for successful printing. [ 38 ]  In this study, 

biocompatible diurethanedimethacrylate (UDMA) was selected 
as the frame component, which can be rapidly cross-linked 
by visible-light irradiation employing the widely used photo-
sensitizer camphorquinone (CQ) in the presence of the coini-
tiator ethyl 4-dimethylaminobenzoat (EDMAB) ( Figure    1  a). 
To decrease the viscosity of UDMA, glycerol dimethacrylate 
(GDMA) was added as a cross-linkable “diluent” in proportion 
of 20–40 wt%. As an antimicrobial additive, we synthesized a 
series of quaternary ammonium-modifi ed methacrylate mono-
mers with different alkyl chain lengths ( n  = 4, 8, 12, 16). Due 
to the presence of polymerizable methacrylate groups, the 
quaternary ammonium (QA_C  n  ) groups are covalently intro-
duced into the polymer network by in situ copolymerization 
with the matrix resin components UDMA and GDMA (see also 
Figure  1 a). Water contact angles on thus prepared polymers 
increased with increasing chain length for  n  = 4–16 from 58° to 
63°, 64°, and 68°, respectively. 

  Next, the surface atom compositions of the photocured 
resins were determined by X-ray photoelectron spectroscopy 
(XPS) upon incorporating QA_C 12  in the UDMA/GDMA 
matrix. As shown in Figure  1 b, the appearance of an electron 
binding energy peak at 401.7 eV is indicative of the presence 
of quaternized nitrogen and supports the successful incor-
poration of positive charges into the cross-linked polymer 
matrix. [ 39 ]  By adjusting the content of positively charged mon-
omers before photocuring, the percentage of surface quater-
nized nitrogen in the afterward photocured material can be 
controlled (Figure  1 c). Note that whereas the %N varied with 
increasing amounts of QA_C 12 , the surface percentage of 
nitrogen at a binding energy of 401.7 eV, indicative of the pres-
ence of quaternized nitrogen, increased almost linearly with 
the QA_C 12  feed. 

 In another novel fabrication strategy that was motivated 
by minimizing leaching products from the resin, a high 
molecular weight, antimicrobial cationic polymer was incor-
porated in a semi-interpenetrating polymer network (SIPN) 
( Figure    2  a), therewith trapping the positively charged mac-
romolecule inside the cross-linked matrix. Such a material 
was realized in two steps: fi rst, QA_C 12  monomers were con-
verted into a QA-containing polymer (pQA) and mixed with 
the frame components for photocuring (Figure  2 b). pQA was 
synthesized by copoly merization of cationic QA_C 12  mono-
mers and 2-hydroxyethyl methacrylate (HEMA) employing the 
reversible addition-fragmentation chain-transfer (RAFT) poly-
merization. The comonomer was selected because it increases 
the compatibility with the frame components by binding to 
the ester and urethane groups within the cross-linked matrix 
through hydrogen bonding (see Scheme S1, Supporting 
Information). Before incorporation into the fi nal resin, unre-
acted QA monomers and oligomers were removed through a 
simple precipitation and dialysis procedure. Analysis of the 
polymerization kinetics showed that the incorporation of the 
pQA_C 12  has no signifi cant infl uence on the conversion of the 
matrix resin (Figure  2 c). Trapping of pQA_C 12  (25 wt% pQA_
C 12 ) in the SIPN resin was confi rmed using XPS, showing 
the presence of 8 at% N 401.7 eV , which is higher than obtained 
when copolymerizing QA_C 12  within a UDMA/GDMA resin. 
The thiocarbonylthio group at the end of the polymer chain 
(Figure  2 a) may take part in the free-radical chain transfer 

Adv. Funct. Mater. 2015,  
DOI: 10.1002/adfm.201502384

www.afm-journal.de
www.MaterialsViews.com



FU
LL P

A
P
ER

3wileyonlinelibrary.com© 2015 WILEY-VCH Verlag GmbH & Co. KGaA, Weinheim

reactions during photocuring, leading to the covalent conju-
gation of pQA_C 12  to the matrix resin (see Scheme S2, Sup-
porting Information).   

  2.2.     Biological Responses to Positively Charged Monomers 
Copolymerized in a Composite Resin 

 The bacterial contact-killing activities of solid QA_C  n   con-
taining resins were investigated by Petrifi lm plate counting 
of colony forming units (CFUs) of bacteria after adhesion to 
the resins. To this end, we used Gram-positive  Streptococcus 
mutans , a bacterial strain commonly found in the human oral 
cavity and a signifi cant contributor to tooth decay. [ 40 ]  The results 
(Figure  1 d) showed that the length of the alkyl chain of the 
quaternized ammonium group has a signifi cant ( p  < 0.05 for 
 n  = 8 and  p  < 0.01 for  n  = 12 and  n  = 16) infl uence on the 
contact-killing effi cacy of the QA_C  n   containing resins. Clearly, 

the killing effi cacy increases with increasing alkyl chain length 
with an optimum for UDMA/GDMA/QA_C 12 . UDMA/GDMA/
QA_C 4  did not show any signifi cant ( p  > 0.05) streptococcal 
killing compared to the control. Contrary to several other 
methods to determine bacterial contact killing, for instance, 
spray-coating [ 41 ]  of a bacterial aerosol onto a surface, the Petri-
fi lm plate counting system allows accurate determination of the 
bacterial challenge number. Bacterial challenge numbers used 
in this study range from 30 to 3000 CFUs cm −2 . This range 
comprises both challenge numbers coinciding with bacterial 
numbers per unit area expected to contaminate biomaterial 
implants and devices during surgical implantation [ 42 ]  as well as 
challenge numbers of bacteria commonly found in early clin-
ical biofi lms as averages per unit area in the oral cavity.  Table    1   
shows that the killing effi cacy, i.e., the number of bacteria that 
are killed upon contact with the material divided by the chal-
lenge number, increases with increasing challenge numbers 
of streptococci for UDMA/GDMA/QA_C 12 , up to >99.99% at 
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 Figure 1.    QA_C  n   incorporated in a composite resin system. a) Structures of UDMA, GDMA, and QA_C  n   monomers, and the incorporation of QA_C  n   
into the matrix resins; b) N1s electron binding energy peaks for UDMA/GDMA with 14 mol% QA_C 12  and without QA_C 12  (control) incorporated; and 
c) percentage surface nitrogen of UDMA/GDMA/QA_C 12  resins with different feeds of QA_C 12  obtained using XPS. The nitrogen peak was decom-
posed into two components of which the one at 401.7 eV is indicative of the presence of quaternized nitrogen; d) the number of CFUs per unit area 
( S. mutans  NS) surviving contact with 14 mol% QA_C  n   incorporated resins at a bacterial challenge concentration of ≈30 CFUs cm −2 .  *  p  > 0.05,  **  p  < 0.05,  
***  p  < 0.01, and  ****  p  < 0.01 as compared with a control (0 mol% QA_C  n  ). 
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a challenge number of 3000 CFUs cm −2 . Note virtual absence 
of streptococcal contact killing by UDMA/GDMA without the 
QA_C 12  component (control). These results are in agreement 
with previous fi ndings employing antimicrobial surfaces modi-
fi ed with quaternized ammonium coatings and polymers that 
are not 3D printable. [ 30,36,37 ]   

 Since in the oral cavity, materials are continuously bathed in 
saliva, salivary proteins will always adsorb before bacteria are 
able to adhere. This raises the important question of whether 

bacterial contact-killing materials still work after adsorption of 
a salivary protein fi lm, generally called a “conditioning fi lm.” 
Therefore, streptococci were also allowed to adhere and contact 
UDMA/GDMA/QA_C 12  in presence of an adsorbed salivary 
conditioning fi lm. In Table  1 , it can be seen that the presence 
of a salivary fi lm does not impede streptococcal contact killing. 
Previously, [ 43 ]  the persistence of bacterial contact killing by 
hyperbranched quaternary ammonium coatings in presence of 
adsorbed protein fi lms has been attributed to protein displace-
ment underneath adhering bacteria by the pressure developing 
under the infl uence of the strong adhesion forces exerted by 
the positively charged coating upon the negatively charged bac-
teria. [ 44 ]  In addition, it can be envisaged that bacterial enzymes 
degrade an adsorbed salivary protein fi lm.  

  2.3.     3D Printability and Biological Responses to Positively 
Charged Monomers Copolymerized in 3D Printed 
Composite Resin 

 Once the bacterial contact-killing ability of the quaternary 
ammonium containing UDMA/GDMA resin in absence and 
presence of an adsorbed salivary fi lm was established, these 
materials were employed for 3D printing. For 3D printing, 
layer-by-layer photocuring is necessary, which possibly affects 
the tensile strength and bacterial contact-killing effi cacy of the 
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  Table 1.    The contact-killing effi cacy of UDMA/GDMA and of UDMA/
GDMA/QA_C 12  (14 mol%) in absence and presence of an adsorbed sali-
vary conditioning fi lm for different challenge numbers of  S. mutans  NS, 
obtained using the Petrifi lm plate counting system. All data represent 
triplicate experiments with separate bacterial cultures and individually 
prepared materials.  

Material 30 CFUs cm −2 300 CFUs cm −2 3000 CFUs cm −2 

In absence of an adsorbed salivary conditioning fi lm

UDMA/GDMA <1% <0.1% <0.01%

UDMA/GDMA/QA_C 12 >99% >99.9% >99.99%

In presence of an adsorbed salivary conditioning fi lm

UDMA/GDMA <10% <1% <0.1%

UDMA/GDMA/QA_C 12 >99% >99.9% >99.99%

 Figure 2.    Semi-interpenetrating polymer network with QA_C  n   incorporated. a) Chemical structures of QA-containing polymers with different alkyl chain 
lengths; b) incorporation of pQA polymer into the SIPN resin forming a semi-interpenetrating polymer network; c) kinetics of photopolymerization of 
methacrylate groups in UDMA/GDMA with and without 25 wt% pQA_C 12 , as derived from FTIR spectroscopy; and d) the number of CFUs per unit area 
( S. mutans  NS) surviving contact with 25 wt% pQA_C  n   incorporated in a UDMA/GDMA resin at a bacterial challenge concentration of 30 CFUs cm −2 . 
 *  p  < 0.01,  **  p  < 0.01 as compared with a control (0 mol% pQA_C  n  ).
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printed object. Therefore, we fi rst established that the conver-
sion rate of the methacrylate groups was not affected by the 
presence of QA_C 12  at 14 mol%.  Figure    3   confi rms rapid poly-
merization (<10 s to reach higher than 55% conversion) in 
absence and presence of QA_C 12 , which meets the needs of 
rapid curing required for stereolithographic printing.  

 A molar tooth model ( Figure    4  a, top) and a clear dental splint 
(Figure  4 a, bottom) were successfully fabricated by subjecting a 
14 mol% UDMA/GDMA/QA_C 12  formulation to 3D printing. 
In order to test the mechanical properties as well as the bacte-
rial contact-killing effi cacy of the 3D printed objects, dumbbell-
shaped and disc-shaped objects were printed, respectively. Ten-
sile tests of the 3D printed dumbbell-shaped bars were com-
pared to test bars that were fabricated in a polymerization mold 
by conventional photoillumination. Both test bars exhibited 
very similar mechanical properties in tensile tests, as refl ected 
in similar breaking stresses and breaking elongation values 
(Figure  4 b). Thus, it can be concluded that CAD-sliced layers 
were fused together well during the layer-by-layer photocuring. 
Subsequently, the bacterial contact-killing effi cacy was investi-
gated employing the Petrifi lm plate counting system to examine 
whether the bacterial contact-killing ability of the material was 
preserved after 3D printing. From the absence of colony forming 
units on the 3D printed, UDMA/GDMA/QA_C 12  disc as com-
pared with the number of colony forming units on the UDMA/
GDMA discs without QA_C 12 , it can be concluded that the bac-
terial contact-killing ability of the material is preserved during 
3D printing (Figure  4 c). The long-term contact-killing ability of 
3D printed objects was investigated by growing  S. mutans  bio-
fi lms on 3D printed discs. Confocal laser scanning microscopy 
(CLSM) after live/dead staining of 6 d old streptococcal biofi lms 
on 3D printed UDMA/GDMA/QA_C 12  discs showed very little 
bacteria, that were in addition mostly dead when compared to 
3D printed UDMA/GDMA discs without QA_C 12  (Figure  4 d).  

 Leaching of unreacted monomer or QA_C 12 , can 
not only affect the mechanism of bacterial killing but also 

the cytotoxicity of the material, although the requirement 
of absence of cytotoxicity depends largely on the application 
aimed for. In general, all composite resins demonstrate leakage 
of antibacterial and slightly cytotoxic components initially after 
photocuring. The degree of conversion of resin composites is 
never complete and ≈5%–10% of unpolymerized monomer 
can be extracted in water. [ 45 ]  In  Figure    5  a it can be seen, that 
different components including QA_C 12 , leach out of UDMA/
GDMA/QA_C 12  discs in chemically detectable amounts when 
a volume of 10 mL of water is used as an elution fl uid volume, 
but this does not necessarily imply biological consequences.  

 A proper design for experiments that demonstrate a bio-
logical signifi cance of the leached amount of QA_C 12 , is hard 
to make, as results can be greatly infl uenced by adjusting 
the elution fl uid volume and the surface area of the mate-
rial exposed. For maximal sensitivity, ultrahigh performance 
liquid chromatography–mass spectrometry (UPLC-MS) detec-
tion was applied with a small volume of 10 mL (Figure  5 a). 
However, considering application of the present material in 
the oral cavity, only small surface areas of the material in the 
order of magnitude of 1 cm 2  will be exposed to saliva. The 
volume of saliva present in the human oral cavity is several 
mL’s and is swallowed and replaced continuously during the 
day. Daily, between 1000 and 1400 mL of saliva is secreted by 
the different glands in the oral cavity. [ 46 ]  Therefore, we based 
our experiments to investigate a possible biological signifi -
cance of the amount of QA_C 12  leached out, on a total 24 h 
elution fl uid volume of 100 mL (representing a tenfold “worst-
case scenario”), immersing a UDMA/GDMA/QA_C 12  disc 
with a total surface area of 2 cm 2 . Note that based on these 
considerations, our chemical detection assay represents a 
hundredfold “worst case scenario.” Elution fl uid was cellular 
growth medium and was replaced every 24 h, up to 6 d, using 
each daily volume for experiments. No zones of inhibition 
were observed around droplets of elution media placed on bac-
terially inoculated agar plates (“modifi ed Kirby–Bauer test”), [ 47 ]  
demonstrating absence of microbiologically signifi cant 
amounts of monomer or QA_C 12  leaching out over the course 
of minimally 6 d. In order to demonstrate possible cytotoxic 
effects, fi broblast cells were cultured in the elution media col-
lected during different 24 h intervals. Fibroblasts are routinely 
used in cytotoxicity demonstration due to their high sensitivity 
to cytotoxic compounds. In Figure  5 b, it can be seen that fi bro-
blasts grow equally well with a similar morphology in 4 and 
6 d elution medium as in growth medium. This implies that 
monomers leach out in cell-biologically signifi cant amounts 
during the fi rst 24 h of elution in 100 mL medium, but this 
release is highly temporary as common with composite resins, 
apart from the fact that we studied release in a tenfold “worst-
case scenario.”   

        2.4.      Biological Responses to Prepolymerized Cationic 
Polymer Chains Incorporated into a Semi-Interpenetrating 
Polymer Network  

 Similar to the small molecule–based QA systems, con-
tact killing with  S. mutans  NS of pQA (25 wt%) containing 
SIPN resins was evaluated. The pQA_C 12  containing SIPN 
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 Figure 3.    Kinetics of photopolymerization of methacrylate groups in 
UDMA/GDMA resins with and without 14 mol% QA_C 12 , as derived 
from FTIR spectroscopy.
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exhibited the highest contact-killing effi cacy toward  S. mutans  
(Figure  2 d) compared to the other alkyl chain lengths on the 
nitrogen center, as did UDMA/GDMA/QA_C 12 . Differences 

between chain lengths were less pronounced, however, than 
for UDMA/GDMA/QA_C 12  (compare Figures  1 b and  2 d). Sub-
sequently, the UDMA/GDMA/pQA_C 12  containing SIPN was 
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 Figure 4.    Object examples and properties of 3D printed UDMA/GDMA/QA_C 12 : a) 3D printed model of a molar tooth model (top) and a clear dental 
splint (bottom); b) tensile properties of 14 mol% UDMA/GDMA/QA_C 12  3D printed tensile test bar and a test bar prepared in a polymerization mold 
by conventional photoillumination; and c) comparison of the contact-killing effi cacy of 3D printed UDMA/GDMA and UDMA/GDMA/QA_C 12  discs 
for  S. mutans  NS in the Petrifi lm plate counting system (challenge number equals 30 CFUs cm −2 ). Presence of CFUs (red dots) on the UDMA/GDMA 
disc versus the absence of colony forming units on the UDMA/GDMA/QA_C 12  disc indicates that the bacterial contact-killing ability of the material is 
preserved upon 3D printing; d) comparison of the long-term contact-killing effi cacy of 3D printed UDMA/GDMA and UDMA/GDMA/QA_C 12  discs, 
demonstrated by CLSM after live/dead staining of 6 d old,  S. mutans  biofi lms, grown in THB at 37 °C. Live bacteria are green fl uorescent, while dead 
bacteria are red fl uorescent. Bar markers indicate 50 µm.
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subjected to more extensive evaluation of its contact-killing 
ability and streptococcal challenge numbers were increased, 
while also the ability of the material to kill adhering strepto-
cocci upon contact in the presence of an adsorbed salivary fi lm 
was evaluated ( Table    2  ). Interestingly, bacterial contact killing 
by UDMA/GDMA/QA_C 12  in absence of a salivary condi-
tioning fi lm is similar as observed for UDMA/GDMA/pQA_C 12  
(compare Tables  1  and  2 ), but in presence of a conditioning 
fi lm, UDMA/GDMA/pQA_C 12  loses a couple of percentages 
in contact-killing effi cacy despite the higher amount of quater-
nized nitrogen.   

  2.5.      3D Printability and Biological 
Responses to 3D Printed Prepolymerized 
Cationic Polymer Chains Incorporated into a 
Semi-Interpenetrating Polymer Network  

 Subsequently, 3D objects from pQA_C 12  con-
taining UDMA/GDMA resin were printed. As 
shown in  Figure    6  a, different dental models 
and appliances were successfully fabricated 
by stereolithographic printing and their 
geometry and sizes were in accordance with 
the predetermined specifi cations. However, it 
was found that a material’s compatibility with 
3D printing was strongly dependent on the 
viscosity of the printing liquid. Printing was 
only successful when the content of the high-
viscosity UDMA was above 40 wt%. Tensile 
properties of 3D printed test bars of pQA_C 12  
containing UDMA/GDMA resin were sim-
ilar as for UDMA/GDMA/pQA_C 12  fabri-
cated in a polymerization mold (Figure  6 b), 
although the material is considerably more 
brittle than UDMA/GDMA/QA_C 12  (com-
pare Figures  4 b and  6 b). Moreover, also bac-
terial contact-killing effi cacy of 3D printed 
discs made of pQA_C 12 -containing UDMA/
GDMA resin was fully preserved upon 
printing (Figure  6 c).  

 UPLC-MS is a suitable method to chemi-
cally detect small molecules with a molec-
ular weight of less than 5000 Da, but mol-
ecules with a higher molecular weight are 
diffi cult to detect. Accordingly, we attempted 
to detect pQA_C 12  from a UDMA/GDMA 
SIPN resin using UPLC-MS as done for 
QA_C 12  (see Figure  5 a), but we observed 
no signals from pQA_C 12  in water. There-
fore, we only carried out assays to establish 
the absence of biological consequences of 
possible leaching. As did UDMA/GDMA/
QA_C 12 , neither mono mer nor pQA_C 12  
leached out of UDMA/GDMA/pQA_C 12  in 
microbiologically signifi cant amounts. How-
ever, by comparison with UDMA/GDMA/
QA_C 12 , the fi rst elution from UDMA/
GDMA/pQA_C 12  yielded a higher number 
of cells (compare Figure  5 b with  Figure    7  ). 
This confi rms that leakage of pQA_C 12  from 

UDMA/GDMA/pQA_C 12  is reduced in a cell-biologically sig-
nifi cant manner.  

 Several other compounds including, for instance, telech-
elic poly(2-oxazoline), have been used as additives to dental 
repair materials, [ 48 ]  but materials were seldom evaluated for 
their ability to kill adhering bacteria upon contact in the pres-
ence of a salivary conditioning fi lm. A quaternary ammonium 
methacryloxy silicate added to dental acrylic [ 49 ]  was evaluated 
in the presence of an adsorbed salivary conditioning fi lm and 
showed contact killing of an adhering  S. mutans  and  Actino-
myces naeslundii  strain. Moreover, 24 h biofi lm formation was 
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 Figure 5.    Leaching of QA_C 12  and effects on cytotoxicity; a) UPLC-MS detection of QA_C 12  
(arrow) leached out of 1 cm 2  discs containing 14 mol% QA_C 12  immersed in 10 mL water 
for 6 d and b) morphology of fi broblast cells after growth in control medium (left panel) and 
in elution medium. Top row involves UDMA/GDMA discs and bottom row refers to UDMA/
GDMA/QA_C 12  discs. Note initial effects of leached components on the morphology of the 
cells on both UDMA/GDMA and UDMA/GDMA/QA_C 12  discs with respect to the control. By 
comparison with the control, it can be seen that leakage of cytotoxic components, including 
possibly QA_C 12 , occurs in cell-biologically negligible amounts within six elutions.
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inhibited after three months water aging of the materials. Our 
study demonstrates 6 d effi cacy of our QA_C 12  containing 
resins against bacterial adhesion and growth. Considering 
that most people brush their teeth to remove oral biofi lm 
twice a day but will inevitably leave biofi lm behind at random, 
diffi cult to reach sites, the ability of these surfaces to reduce 
oral biofi lm formation over a time period of several days dem-
onstrates that contact killing of adhering bacteria may be a 
clinically relevant way to prevent oral biofi lm-related diseases. 
None of the contact-killing materials described in the litera-
ture are 3D printable, which makes our QA_C 12  containing 
resins new, offering many opportunities for developing anti-
microbial objects for diverse applications (EPC Application 
No. 15167409.0-1454).   

  3.     Conclusion 

 In summary, we have presented two general strategies to fabri-
cate antimicrobial resins. Positively charged monomers with an 
appended alkyl chain are responsible for the antibacterial prop-
erty and were either directly copolymerized with conventional 
resin components by photocuring or prepolymerized as a linear 
chain, which was then incorporated into a semi-interpenetrating 
polymer network by light-induced polymerization. Although 
both strategies yielded materials with minimal leaching of 
bioactives, the latter strategy resulted in polymer resins that 
exhibited the least leaching of the bioactive positively charged 
moieties possibly due to the formation of hydrogen- or covalent 
bonds between the cross-linked network and the antimicrobial 
polymer. The contact-killing abilities of the antimicrobial resins 
were even preserved upon coating of the materials with a sali-
vary conditioning fi lm, although incorporation of pQA_C12 in 
a polymer-incorporated SIPN resin yielded slightly less bacte-
rial contact killing than copolymerizing QA_C12 directly in the 
resin. Therewith, the antimicrobial resins prepared can fi nd 
application in dentistry as an adhesive, luting cement, or com-
posite either to restore cavities or fi x orthodontic brackets on 
teeth. With only little variation, both resin formulations were 
amenable to 3D printing with the prepolymerized QA polymer 
strategy yielding a more brittle material that has to be accounted 
for depending on the specifi c application aimed for. Complex 
geometries of oral appliances such as antimicrobial crowns or 

splints were successfully realized and the 3D printed objects 
exhibited mechanical properties that were almost identical to 
conventionally photocured polymer samples. The antimicro-
bial properties were shown to be caused by bacterial contact 
killing with the material rather than the release of antimicro-
bial compounds from the resin. Having optimized the activity 
and stability of these materials, we have a prototype at hand 
that is suited for further testing in a clinical setting, including 
not only dental applications but also, for instance, orthopedic 
ones like spacers and other polymeric parts used in total hip 
or knee arthroplasties. Moreover, the approach to developing 
3D printable antimicrobial polymers can easily be transferred 
to other nonmedical application areas, such as food packaging, 
water purifi cation, or even toys for children. To the best of our 
knowledge, the resins we developed represent the fi rst report 
of an antimicrobial, contact-killing 3D printable material (EPC 
Application No. 15167409.0-1454).  

  4.     Experimental Section 
  Materials : UDMA (mixture of isomers, ≥97%), CQ (97%), EDMAB 

(≥99%), 2- (dimethylamino) ethyl methacrylate (DMAEMA, 98%), 
GDMA (mixture of isomers, 85%), HEMA (97%), methacrylic 
acid (98%),  N , N ′-dicyclohexylcarbodiimide (99%), 4-cyano-4-
(dodecylthiocarbonothioylthio)pentanoic acid (CDTA, 97%), 
1-bromooctane (99%), 1-bromodecane (98%), 1-bromododecane 
(97%), and 1-bromohexadecane (97%) were purchased from Aldrich. 
1-bromobutane (99%) and hydroquinone (ReagentPlus, ≥99.5%) were 
obtained from Sigma-Aldrich. All other chemicals including solvents 
were used as received. 

  Synthesis of Quaternary Ammonium Methacrylate : Quaternary 
ammonium methacrylate (QA_C  n  ) (see Scheme S3, Supporting 
Information) with alkyl chain lengths (C  n  ) in the range of C 4 –C 16  
were synthesized: 10 g of DMAEMA (63.6 mmol) and 67 mmol of 
alkyl bromides (C  n  H 2 n +1 Br) were dissolved in 100 mL chloroform. [ 50 ]  
To inhibit self-polymerization of DMAEMA during quaternization, 
a small amount of hydroquinone (70 mg, 0.636 mmol) was added to 
the mixture. The reaction was conducted at 50 °C for 24 h, and then 
the solvent was evaporated under reduced pressure, followed by three 
times precipitation in a large excess of hexane. The precipitates were 
collected, redissolved in 20 mL of chloroform, and then passed through 
a layer of alkaline aluminum oxide to get rid of hydroquinone. The fi nal 
product was obtained by removal of the solvent to give a white powder 
(yield: 89%).  1 H NMR (400 MHz, CDCl 3 ):  δ  (ppm) = 0.91 (t, 3H, 
N + CH 2 CH 2 (CH 2 )  n   −3 C H 3  ), 1.40 (m, (2 n −6)H, N + CH 2 CH 2 (C H 2  )  n   −3 CH 3 ), 
1.75 (m, 2H, N + CH 2 C H 2  (CH 2 )  n   −3 CH 3 ), 1.93 (s, 3H, CH 2 C(C H 3  )COO), 
3.49 (s, 6H, CH 2 N + (C H 3  ) 2 C 2 H 2 ), 3.68 (t, 2H, N + C H 2  CH 2 (CH 2 )  n   −3 CH 3 ), 
4.15 (t, 2H, COOCH 2 C H 2  N + ), 4.65 (t, 2H, COOC H 2  CH 2 N + ), 5.66 and 
6.12 (s, 2H, C H 2  C(CH 3 )COO). 

  Synthesis of pQA : First, tertiary amine (TA)-containing polymers were 
synthesized by RAFT copolymerizations of DMAEMA and HEMA in the 
presence of the chain transfer agent CDTA (Scheme S4, Supporting 
Information). In detail, CDTA (0.248 mol), DMAEMA (7.44 mol), HEMA 
(6.2 mol), and azobisisobutyronitrile (AIBN) (0.0496 mol) were dissolved 
in 10 mL of  N , N -dimethylformamide (DMF) in a Schlenk fl ask, followed 
by fi ve “freeze–pump–thaw” cycles to remove oxygen. Then the fl ask was 
fi lled with argon and sealed to allow polymerization at 65 °C for 12 h. 
Subsequently, the fl ask was cooled to room temperature and the viscous 
solution was precipitated in a large excess of diethyl ether to obtain the 
product in 70% yield. Afterward, quaternization of the above polymers 
was carried out using tenfold excess of alkyl bromides in relation to the 
nitrogen component. The reaction was conducted at 70 °C in DMF for 
2 d and fi nally, the reaction mixture was precipitated in a large excess 
of  n -hexane/diethylether (3/1, v/v). To fully remove the unreacted alkyl 
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  Table 2. The contact-killing effi cacy of UDMA/GDMA (taken from 
Table  1 ) and of 25 wt% UDMA/GDMA/pQA_C 12  in an SIPN resin in 
absence and presence of an adsorbed salivary conditioning fi lm for dif-
ferent challenge numbers of  S. mutans  NS, obtained using the Petrifi lm 
plate counting system. All data represent duplicate experiments with 
separate bacterial cultures and individually prepared materials.     

Material 30 CFUs cm −2 300 CFUs cm −2 3000 CFUs cm −2 

In absence of an adsorbed salivary conditioning fi lm

UDMA/GDMA <1% <0.1% <0.01%

UDMA/GDMA/pQA_C 12 >99% >99.9% >99.9%

In presence of an adsorbed salivary conditioning fi lm

UDMA/GDMA <10% <1% <0.1%

UDMA/GDMA/pQA_C 12 >82% >97 >98
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 Figure 6.    Object examples and properties of 3D printed, 25 wt% pQA_C 12  in a polymer-incorporated SIPN resin of UDMA/GDMA. a) 3D printed dental 
appliances or models (from left to right: molar tooth, clear splint, crown, tensile test bar, contact-killing test disc) based on polymerized positively 
charged compounds incorporated in an SIPN resin; b) tensile properties of 25 wt% pQA_C 12  in a polymer-incorporated SIPN system of UDMA/GDMA 
3D printed tensile test bar and a test bar prepared in a polymerization mold by conventional photoillumination; and c) comparison of the contact-killing 
effi cacy of a 3D printed 25 wt% pQA_C 12  in a polymer-incorporated SIPN system of UDMA/GDMA disc for  S. mutans  NS in the Petrifi lm plate counting 
system with the one of a UDMA/GDMA disc (challenge number equals 30 CFUs cm −2 ). Presence of CFUs (red dots) on the UDMA/GDMA disc versus 
the absence of CFUs on the UDMA/GDMA/QA_C 12  disc indicates that the bacterial contact-killing ability of the material is preserved upon 3D printing.

 Figure 7.    Biological consequences of leaching of pQA_C 12  from a polymer-incorporated SIPN resin of UDMA/GDMA. Morphology of fi broblast cells 
after growth in elution medium (see above). Well spread cells are indicating leaching of cytotoxic components including pQA_C 12  in cell-biologically 
negligible amounts.
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bromides and monomers, the precipitated polymers were redissolved in 
ethanol, followed by dialysis against a solvent mixture of ethanol/acetone 
(10/1) for one week. The fi nal products were obtained after evaporating 
the solvent remaining in the dialysis bags (cellulose membrane, cut-off 
molecular weight: 3.5 kD). A  1 H NMR spectra (400 MHz,  d  6 -DMSO) of 
quaternized polymer is shown in Figure S1 (Supporting Information). 

  Fabrication of QA_C n -Containing Polymer Network : Homogeneous 
resin mixtures containing 50 mol% of UDMA, 36 mol% of GDMA, and 
14 mol% of QA_C  n   monomers were prepared by gentle sonication of 
the components at room temperature for 60 min. In order to initiate 
the polymerization under visible light, CQ (photoinitiator) and EDMAB 
(coinitiator) at an amount of 0.5 mol% in relation to the total amount 
of double bonds were added and sonication was performed for another 
30 min to dissolve the photoinitiator and coinitiator. After that, a 
stainless steel mold (diameter: 20 mm; thickness: 0.5 mm) was fi lled 
with the viscous solutions and placed between two thin glass slides. The 
photocuring was carried out by vertical illumination of both sides of the 
polymerization mold at room temperature for 90 s, respectively, using 
a dental light source (Optilux 501, sds Kerr Sybron Dental Specialties, 
Middleton, WI, USA) with an irradiance of ≈1000 mW cm −2 . After 
photocuring, the sample surfaces were washed with isopropanol to 
remove unreacted monomers. 

  Fabrication of Semi-Interpenetrating Polymer Network Incorporating 
pQA Polymers : First, homogeneous mixtures containing 18 wt% of 
UDMA, 55 wt% of GDMA, and 25 wt% of pQA were prepared and then 
1 wt% of CQ and EDMAB in relation to the total amount of double bonds 
was added, followed by sonication of the mixture for 1 h to form a clear 
solution. Subsequently, photocuring was carried out as described above. 
After photocuring, the sample surfaces were washed with isopropanol 
several times to remove unreacted monomers. 

  3D Printing : Two series of photocurable resin mixtures were prepared 
for 3D printing, requiring slight adjustment of the resin formulations 
described in the former two sections. To fi t the laser wavelength of the 
stereolithographic printer (Formlabs Form 1), 1 wt% of bisacrylphosphine 
oxide photoinitiator (Ir819) [ 51 ]  was added to the monomer mixture, 
instead of CQ and EDMAB. For 3D printing, several specially designed 
CAD models of dental restorations (i.e., molar teeth and crowns) and 
orthodontic retainers as well as specifi c dumbbell-shaped test bars for 
tensile tests and discs for the evaluations of contact-killing effi cacies of 
the materials were sliced and each slice was projected onto the bottom 
layer of the resin tank of the printer. After transferring the resin mixtures 
into the resin tank, the printing process was started and a beam of UV 
light drew the object onto the surface of the liquid. Once a layer was 
completely traced and cured, the z-stage with the substrate was moved 
upward by 200 µm, covered with new resin and the next layer was cured. 
The resolution of the device was ≈300 µm in the  XY -plane and 25 µm 
in the  Z -direction. After all layers were printed, the printed objects were 
removed from the platform and washed with isopropanol to remove the 
adhering resin liquid. Finally, postprinting photocuring was carried out 
with models in a UV chamber for another 5 h. 

  Mechanical Evaluations : Tensile evaluations of dumbbell-shaped 
specimens were carried out to compare the mechanical properties of the 
materials fabricated by normal curing and 3D printing. The dimensions 
of the test geometries were the following: thickness: 2.0 mm; width: 
4.5 mm; gauge length: 15 mm. The dumbbell-shaped specimens were 
clamped vertically between two holding grips and then the crosshead 
elongated the samples with a speed of 1 mm min −1  until the specimen 
broke. As such breaking stress and strain% were recorded. Three parallel 
samples for each formulation were prepared. 

  X-Ray Photoelectron Spectroscopy : The quaternized nitrogen on the 
surface was determined by XPS. The instrument (S-probe; Surface 
Science Instruments, Mountain View, CA) was equipped with a 
monochromatic X-ray source (Al Kα anode yielding 1486.8 eV X-rays), 
and was operated at 10 kV accelerating voltage and 22 mA fi lament 
current. The direction of the photoelectron collection angle was set to 
35° with respect to the sample surface, and the electron fl ood gun was 
set at 10 eV. A survey scan was made with a 1000 × 250 µm 2  spot and 
a pass energy of 150 eV. Binding energies were determined by setting 

the binding energy of the C 1s  binding energy peak (carbon bound to 
carbon) at 284.8 eV. Detailed scans of the N1s binding energy peaks 
over a binding energy range of 20 eV were made using a pass energy of 
50 eV. The N1s peak was subsequently decomposed in two fractions at 
399.2 and 401.7 eV. The occurrence of a peak at 401.7 eV is indicative for 
the presence of charged nitrogen species [ 39 ]  and was expressed in at% 
charged nitrogen species by multiplying the peak fraction at 401.7 eV 
with the total at% nitrogen. 

  Contact Angle Measurements : Water contact angles were measured on 
selected materials using the sessile drop method. Contact angles were 
calculated from droplet contours using a home-made contour monitor 
based on black and white thresholding. 

  Determination of Monomer Conversion Rates Using Fourier-Transform 
Infrared Spectroscopy (FTIR) : Polymerization kinetics were determined by 
FTIR using a Bruker IFS88 instrument. To this end, a small amount of 
monomer mixture was homogeneously spread between two KBr pellets 
to form a thin fi lm. Next, the samples were irradiated for defi ned period 
of times (0, 2, 4, 6, 8, 10, 15, 20, and 30 s) with the dental light source 
(Optilux 501) and subsequently the FTIR spectra were recorded. The 
degree of conversion was obtained from the difference of peak areas 
at a wavelength of 1638 cm −1  (C  C stretching vibration) before and after 
polymerization. 

  Contact Killing by Photocured Quaternary Ammonium Containing Resins 
Using 3M Petrifi lm Aerobic Count Plates : Gram-positive  S. mutans  NS, an 
own clinically isolated strain from the human oral cavity, causing dental 
caries, was used throughout this study. The strain was fi rst streaked on 
a blood agar plate from a frozen stock and grown overnight at 37 °C. 
One colony was inoculated in 10 mL Todd Hewitt broth (THB, Oxoid, 
Basingstoke, UK) and incubated at 37 °C for 24 h. 10 mL of this culture 
was used to inoculate a main culture of 200 mL THB, which was 
incubated for 16 h at 37 °C. Bacteria were harvested by centrifugation 
for 5 min at 6500g and 10 °C and subsequently washed two times with 
buffer (2 × 10 −3   M  potassium phosphate, 50 × 10 −3   M  potassium chloride, 
and 1 × 10 −3   M  calcium dichloride, pH 6.8). Bacterial suspension 
concentrations of 10 4 , 10 5 , and 10 6  bacteria mL −1  were used to evaluate 
the contact killing of the coatings using a Petrifi lm Aerobic Count 
plate (3M Microbiology, St. Paul, USA) at different challenge numbers. 
Contact-killing abilities of QA_C 12  and pQA_C 12  containing resins were 
evaluated in absence and presence of an adsorbed salivary fi lm. To 
this end, human whole saliva from 20 volunteers of both genders was 
collected into ice-cooled cups after stimulation by chewing Parafi lm and 
then pooled, centrifuged, dialyzed, and lyophilized for storage. Prior 
to lyophilization phenyl methyl sulfonyl fl uoride was added to a fi nal 
concentration of 1 × 10 −3   M  as a protease inhibitor. Lyophilized saliva was 
reconstituted at 1.5 mg mL −1  in buffer. Thus, reconstituted saliva will be 
referred to as “saliva.” Volunteers gave their consent to saliva donation, 
in agreement with the Ethics Committee at UMCG (Approval No. 
M09.069162). Resin discs were sterilized using 70% ethanol and both 
discs with and without quaternary ammonium included were stored 
overnight in 2.5 mL saliva, taken out with a sterile tweezer, and the 
excess saliva was dripped off before placing the sample on the Petrifi lm 
system. Bacterial suspension droplets (10 4 , 10 5 , 10 6  bacteria mL −1 ) of 
5 µL were subsequently added on bare resin discs and discs with an 
adsorbed salivary conditioning fi lm, corresponding with a bacterial 
challenge number of 30, 300, and 3000 bacteria cm −2 , respectively. 

 A Petrifi lm AC plate consists of two fi lms, a bottom fi lm containing 
standard nutrients, a cold-water gelling agent, and an indicator dye that 
facilitates colony counting, and a top fi lm enclosing the sample within 
the Petrifi lm system. The top layer of the Petrifi lm was lifted to expose 
the substrate (plating surface) containing the gelling agent and 1 mL of 
sterilized demineralized water was added. Then the top fi lm was slowly 
rolled down and a plastic “spreader” was used for even distribution of 
the liquid. After keeping the fi lm at room temperature for 1 h to allow 
gelling, a sample disc was placed in between the two layers, followed 
by addition of 5 µL of an  S. mutans  NS suspension on the disc surface 
(diameter: 20 mm; thickness: 0.5 mm). After rolling down the top layer, 
Petrifi lms were kept at 37 °C for 48 h. Finally, the number of colony 
forming units (naked eye–distinguishable red dots) was counted. 
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  Biofi lm Inhibition by Photocured Resins with Quaternary Ammonium 
Compounds : First,  S. mutans  was suspended in sterile buffer at a 
concentration of 3 × 10 8  mL −1 . Then, resin discs (for dimensions see 
above) were incubated with 3 mL of this bacterial suspension at 
37 °C for 5 h, followed by exchange of the buffer with 3 mL of fresh 
THB medium. Next, the samples were incubated at 37 °C for another 6 d 
and growth medium was exchanged every 48 h. After that, each sample 
surface was stained with a mixture of SYTO 9 and propidium iodide dyes 
(LIVE/DEAD  Bac Light Bacterial Viability Kits) at room temperature for 
15 min in the dark for CLSM observations. 

  UPLC-MS-Chemical Detection of Leakage : Photocured resin discs 
constituted of UDMA/GDMA/QA_C 12  (14 mol%) were immersed 
in 4 mL of demineralized water at 37 °C for 6 d. Afterward, 200 µL of 
released medium was collected for UPLC-MS. Real-time UV signals 
were collected and each detectable peak (limit of detection for QA_C 12  
was 100 × 10 −6   M ) was measured by MS to confi rm the target molecular 
weight of 326 g mol −1 . 

  Cell Biological Consequences of Leakage : Mouse fi broblasts NCTC-
clone 929 (ATCC CCL-1) were grown in monolayer cultures in Dulbecco’s 
modifi cation of Eagle’s medium supplemented with 4.5 g L −1   D -glucose 
(DMEM/HG), 10% (v/v) fetal bovine serum, and 0.2 × 10 −3   M  ascorbic 
acid-2-phosphate at 37 °C in a humidifi ed atmosphere with 5% CO 2 . At 
95% confl uence, fi broblasts were passaged using a trypsin-EDTA solution 
(Invitrogen, Breda, The Netherlands) and thus grown cells were used for 
cytotoxicity testing. Resin discs (surface area of 1 cm 2 ) were inserted in 
100 mL cellular growth medium. Fibroblasts (10 000 cells mL −1 ) were 
seeded (1 mL) in a 12-well plate and grown for 24 h. Growth medium 
was replaced every 24 h up to 6 d and each daily elution medium was 
used to grow fi broblasts for 24 h according to the above protocol after 
which cell growth was compared with 24 h growth in native 24 h culture 
medium using phase contrast microscopy. 

  Microbiological Consequences of Leakage : In order to determine 
whether elution media contained any antibacterial monomer or QA_C 12 , 
a modifi ed Kirby Bauer [ 47 ]  test was carried out. A streptococcal culture 
was used to inoculate THB agar plates with a sterile cotton swab. 10 min 
after inoculation, 10 µL droplets of elution medium were placed in the 
center of each plate and plates were left to incubate for 48 h at 37 °C 
in ambient air, after which the width of the inhibition zones around the 
elution droplets was examined. 

  Statistical Analysis : Student’s  t -test was used to determine the 
statistical difference between various experimental and control groups. 
Differences at a level of  p  < 0.05 were considered statistically signifi cant.  

  Supporting Information 
 Supporting Information is available from the Wiley Online Library or 
from the author.  
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